Chapter 4

General Fluoroscopic Units

Minimum Required Per sonnel Qualifications:

Level | (Basic X-ray Surveyor)

Testing Periodicity:

All units: Annually, upon acceptance and after major
repairs
| nstrumentation:
1. Electrometer with largeand small ion  chambers
(6 cn and 180 cn® nominal vols)
10+ step Aluminum wedge (digital RF units)
Exposure rate compatible digital kVp meter
4. High resolution test patterns
a RMIO 141, 141-H (low/high level)
5. Penetrameter kit
a 2Alplates(17.8cmx17.8cmx 1.9cm)
b. Leadplate (20 cmx 20cmx 1.6 mm)
c. 15,31,4.7,& 6.3 mm perf. Al sheet
(17.8cmx 17.8 cmx 0.8 mm)
6. 1100 Al dloy sheets (10 cmx 10 cm)
thicknesses; at least 5 mm total)
Densitometer
8. Collimator/beam alignment test tool
a. Etched plate (25 cm x 20 cm x 1.5 mm)
b. Plastic cylinder with imbedded steel balls
c. Twodimensional level
9. Tapemeasure
10. Film/screen cassette with appropriate film
(14" x 17", 35 cmx 43 cm)
11. Optional
a. BRH test stand
b. Screen-film contact test tool
c. Copper plate (20 cm x 20 cm x 1.5 mm)
d. Acrylic phantom
(30cmx 30 cmx 18+ cm)
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